MISSOURI DEPARTMENT OF MEALTH [ RECEIVED 50
t12:22 pm,

STATE PUBLIC HEALTH LABORATORY By Carol oy &
DATAMASTER MAINTENANCE REPORT

Mar

is repaired. Send copy to Depariment of Heaith; retain original in department file,

DATAMASTER SN DATE OF INSFEGTION
200208 03-05-2010
LOCATION GF INSTRUMENT (STREET AND CiTY) TIME OF INSPECTION
37 WEIS AVE, ELLISVILLE, MO. 63011 0136

CHECKLIST: Place a check {v) to the left of each item if found {o be salisfactory or if operaling within established limits. (Wrlte
in observed values where delermined.) Uachecked items must be corrected before using instrument.

] DIAGNOSTIC CHEGK (PRINTOUT ATTACHED}

COMPUTER DETECTOR

¥l PrROGRAM - ¥ FiLTERS

/] HEATERS SAMPLE GHAMBER 0 g ¥} QUARTZ STANDARD
FLOW DETECTOR Y] CALIBRATION

14 pump HiGH SPEED [ prINTER

[/] INDICATOR LIGHTS

TIME AND DATE

/] SIMULATOR TEMPERATURE (34 °C + 0.2°C) 34.00*C

EZ} CALIBRATION CHECK -
Run three lests using a standard solution. All three tests must be within £ 5% of the standard value and must have a
spread of .005 or less, Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) {USE
RECGIRCULATION PUMP)

(/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD 18 TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ 096 TEST2 ™ 098 TEST3 ™ 099

PERFORM R.F.I. TEST {PRINTOUT ATTACHED)

[¥] NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 [{0-04) 0 {.05-.09) 0 {.10-.14}) 0 {.15-.19) 2 {Over .19) 0

List any new parts and describe any alteration or modification thal was made to reslore the instrument to operate satisfactorily
and within established limits {use other side if necessary)
SUPPLIER: REPCO MARKETING  CONCENTRATION: .100

BOTTLE #0510 1OT#09002 EXPIRATION 08-31-11

INSPECTING OFFICER

SIGHNATURE PIINT NAME

S Nl
IYPE QPEITNT NUME!ER&‘?EXPIHAIION DATE TELEPHONE NUKMBER
820252 09/02/2010 (636)227-1777

MO FB0-1468 (993 AN LCUAL OFPORTUNHIYFASFINKATIVE ALTION EMPLOYER Lab-116
SENVCES Provedxd an 3 nord seom:natary hass



REPCO MARKETING INC.

2101.188 STONYBROOK DRIVE
RALEIGH. N.C. 27604
918-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 09002
EXPIRATION DATE: August 31,2011 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following;:
RepCo Marketing, Inc. manufactured, tested and supplied Lot
Number _ 09002 of Alcohol Certified Solution for simulators. Random

samples of satd lot number were analyzed by an independent laboratory
utilizing a gas chromatograph and found to contain _.1206 gms/dl +/-.003
gms/dl wi/vol ethanol (95% Confidence).

The aleohol and distilled water used in the solution were found to be
free of any interfering substance,

This solution will produce a vapor alcohol value of _lg(_)_ +/-3%
gms/210L Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
in a simulator (95% Confidence).

The date of manufacture for this lot number is_September 1, 2009,
The expiration date for this lot number is _ August 31, 2011

at 11:59 p.m.
This document is a true representation of the original Certificate of

Analysis. ‘{é

Cecil B. Garner, President
RepCo Marking, Inc.

Form RM 02




FACE THIS SIDE DOWN -THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster BAC DataMaster
Evidence Ticket w Evidence Ticket

STATE OF MISSOURI | STATE OF MISSOURI
ELLIZVILLE POLICE DEFARTMENT | ELLISYILLE FOLICE DEFARTMENT
DATAMASTER SERIAL HUMBER 206208 BAC UATAMASTER SERIAL MUMEER 285209
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TEITIMNG OFFICER: :
DIEHL-JEFF _ === DIAGHOSTIC CHECK ——-

QFFICER I.L.: 182 :

FEEMIT MUMEER: SEBEsE m COMPUTER: CRRY
EAFIRRTION DRTE: @2-82-18

MISCELURMEDUS DATR: FROGRAM {84-97-208%0: DAY

~e DUFERNIZOR MODE e HERTERE

SHMFLE CHRMEBER: 43z
BLAMK TEET « #1239
INTERMAL STHMIMRD YERIFIED @13y FLOW DETECTOR: DAY
EXTERNAL STRAMDARD . G Blsam
ELAME TES s Ttic B 48 FLkE
EXTERMNSL 4.4:%_1 7 RS B1sd HIGH SPEED: CHegy
BLAMK TES » S Hlsdt
EXTERNAL w RMTIART] e @14 LETECTIOR: kA
BLAMK TERT o EIENS Alsdd

) FILTERE: (] 4
N =32 | :
TTTOERIM. = .1 T WLARTE ATAMIRRD: QERY

AVGE. = B97s

CHRLIBRATION: DEEY .

PUEERE T Dby
HIJeLMMOR _.,_mwﬁs
pars gzl
OPERATOR SIGNATURE Fo. V&m\&\a OPERATOR SIGNATURE P bed /i35
CARD STK # REORDER ALL SUPPLIES FROM N.PAS. CARD STK # REORDER ALL SUPPLIES FROM N.PASS.
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FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

FTATE OF MIZIOURI
ELLIZVILLE POLICE DERARRTMEMT

BAC DATRMAITER ZERIFL MUMEER 208705
ﬂm . x.._.vﬂ..\. rn..

ARREEIT TIME: @@:&1
EUBJECT MAME:

RFITERT
DOBE: 11-11-11 SEED M

STRTE-D L. mM-111id
RERESTIMG OFFICER:
REITERT
QFFICER I.7.: RFI
TERTIME OFFICER:
DIEHL~JEFF
CRFFICER I.D.: 189
FERMIT MUMEER: z@pemsz
EXFIRSTION DATE: @9 @218
MIZCELLANEDDE T
FFI TEET
RFFI TEST

RADIO IMTERFEREMCE

OPERATOR SIGNATURE o V&Q\m

CARD STK # REORDER ALL mcvv_._mm FROM N. _u> m

~nrma ARAA SLAT L nea R AAmie. - e P



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

JEFF DIEHL

Is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

09/02/08 Tl B ST L
pate 820252 Director of State Public Heallh Laboratory
Number Vo e

09/02/2010
Explres

Direclor, Depariment of Heaith

MO 580-0771 {7-88) Lab. 4 (R7-88)

)



